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This New Victor Table Incorporates 
the Roentgenologist’s Ideals 


Every practical idea for increasing the operating 
efliciency of the X-ray table was borne in mind by 
Victor engineers in the designing of this new unit 


—the Victor Model ‘‘15.” 


Most of these improvements are not readily ap- 
parent in the illustration below, which in some 
general respects no doubt appears to the casual 
observer the same as other tables. But there are 


numerous mechanical perfections that have been. 


embodied, the importance. of which every experi- 
enced operator will not fail to appreciate immedi- 
ately upon working with Victor Model ‘‘15.” 


Rigidity with perfect balance throughout was 
the keynote in this design, in which looseness or 
lost play between moving parts is conspicuously 
absent; furthermore, every manipulation or adjust- 
ment is smooth, easy, positive in action, and con- 
sistently so. 


The table top is adjustable to every angular position conceivable in ra- 
diography and fluoroscopy —from Trendelenberg to vertical — offering 
a selective range of 47 positions, each retained by an automatic stop. With 
even the heaviest patient on the table, the table top is raised and lowered 
with surprisingly little effort, due to perfect balance through scientific 
distribution of weight. The range is complete — radiographic and fluoro- 
scopic diagnosis in all angular positions from Trendelenberg to vertical. 


See this table before you place any order, then there can 
be no.regrets. Meantime, write for further particulars 


VICTOR X-RAY CORPORATION 
2012 Jackson Blvd., Chicago, Illinois 


Sales Offices and Service Stations 
in All Principal Cities. 
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